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IntroductIon
Schizophrenia is a devastating 
mental disorder affecting 20 million 
people worldwide.1 Early diagnosis is 
crucial for disease management and 
improvement in prognosis, and diag-
nostic biomarkers can serve as objec-
tive indicators for the early screening 
of the disease. Based on the observa-
tion of diminished flush responses 
to niacin in patients with schizo-
phrenia,2 Horrobin proposed a non- 
invasive niacin skin flush screening 
for schizophrenia.3

Methods like optical reflection spec-
troscopy4–6 or laser Doppler flowm-
etry7 8 are commonly used to evaluate 
niacin skin test results for diagnosis, 
but they heavily rely on medical instru-
ments and thus, lack accessibility. Visual 
rating9–11 is a more accessible option, 
but it is subjective, easily affected by 
noise, and therefore less reliable.

Adopting artificial intelligence (AI) 
technologies for image recognition, 
we developed a more dependable and 
accessible diagnostic system based 
on the niacin skin test that can be 
used for first- episode schizophrenia 
(FES) screening. To implement our 
screening algorithm, we designed 
a portable device with data collec-
tion and processing features for FES 
screening that detects and evaluates 
the subject's degree of skin- flushing 
response to niacin.

Methods
Our study included 54 patients with 
FES, 48 individuals at clinical high risk 
(CHR) for developing psychosis, and 
73 healthy controls (HCs). The device 
we designed is shown in figure 1. The 
subject’s forearm is placed on the 
arm tray while holding the crossbar 
(figure 1A). Then, aqueous meth-
ylnicotinate is applied simultane-
ously in four dilutions (0.1 M, 0.01 
M, 0.001 M, and 0.0001 M) to the 
inner forearm skin using filter paper 
patches. The patches are removed 
after 60 seconds. Five minutes after 
the removal, the camera above the 
tray takes four photographs of the 
arm at 5- minute intervals with the fill 

lights turned on (figure 1B). This way, 
the photographs are collected from a 
fixed vertical view in a well- lit environ-
ment, controlling data quality for the 
subsequent analysis.

Generally, healthy people are more 
reactive to the niacin flush effects 
than patients with FES (figure 2A vs 
figure 2B). However, situations also 
occur where the reactions of healthy 
individuals and patients with FES are 
indistinguishable by visual judgement. 
Our diagnostic algorithm explained 
below overcomes this ambiguity by 
using statistical features to evaluate the 
‘redness’ of the niacin flush response.

We began by detecting the reac-
tion areas using a convolutional 
neural network. Then, we quanti-
fied the images of the reaction areas 
(figure 3A,B) through the YCbCr 
colour system (figure 3C): Y, Cb, 
and Cr indicate the brightness, blue- 
difference, and red- difference chromi-
nance components of each image, 
respectively. By encoding the ‘redness’ 
with the Cr parameter, we marked 
the area containing the erythema 
using the Cr values (figure 3D,E). We 
then collected the Cr values of indi-
viduals’ erythema, standardised by 
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Figure 1 Structure diagram of the device used to measure niacin skin- flushing.

Figure 2 Niacin skin flush response.
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their unique, individual skin colours. 
Because patients with FES have stan-
dardised Cr distributions that are 
distinct from HCs (figure 3F), we 
could find a ‘hyperplane separation’ -- 
which works as a classifier for diagnosis 
-- between patients and HCs based on 
the difference in those distributions. 
More specifically, we treated each 
individual’s Cr density as the input 
and a numerical prediction result 
as the output, with ‘one’ indicating 

‘FES’ and ‘zero’ indicating ‘healthy’. 
We then searched for a set of weights 
projecting from the input to the 
output by minimising the prediction 
error when classifying patients with 
FES versus HCs. The weights obtained 
through this minimisation were then 
applied to generate diagnostic results 
for the early psychosis screening of 
individuals with CHR, based upon 
their skin reaction images. Since such 
predicted outputs do not precisely 

equal zero or one numerically, we 
define the diagnostic result as ‘FES’ if 
the predicted value is larger than 0.5 
and ‘healthy’ otherwise.

To justify the validity of our algo-
rithm, we estimated a set of weights 
using the FES and HC groups; then, 
we performed a blind test using 
the 48 individuals with CHR that 
included 10 conversion cases and 38 
non- conversion cases. The prediction 
results, the positive predictive value 
(PPV), the negative predictive value 
(NPV), the sensitivity, and the spec-
ificity are displayed in tables 1 and 
2. For the in- sample performance 
within the FES and HC groups, all 54 
patients with FES and 69 of the 73 HCs 
were correctly identified, as shown in 
table 1. For the out- of- sample perfor-
mance in the group with CHR, all 
10 conversion cases and 33 of the 38 
non- conversion cases were correctly 
predicted, as shown in table 2.

The algorithm also embodies a self- 
improvement feature. As more indi-
viduals get tested, we can collect the 
traditional diagnoses by follow- up. 
Then, the classifier can be kept 
updated by constantly estimating 
the hyperplane separation with the 
enlarging sample.

The algorithm described above is 
installed in our device, along with the 
classifier derived from the FES and HC 
samples. When diagnosing individuals 
for FES in the future, the device could 
automatically perform an analysis in 
which the predetermined classifier 
would generate a test report based on 
the individual’s standardised Cr density 
obtained from the forearm images. 
We have attached a short video as an 
online supplemental file to illustrate 
the implementation of this device.

dIscussIon
Timely diagnoses and treatment are 
crucial to reducing the dire prog-
noses of psychosis, especially for those 
at high- risk. Presently, traditional FES 
screening tools that use the niacin 
response biomarker lack accessibility 
and accuracy. However, AI technolo-
gies allowed us to quantify the niacin 
response biomarker and develop 
a dependable, accessible tool for 

Figure 3 Niacin flush response evaluation. FES, first episode schizophrenia.

Table 1 In- sample performance (within the FES and HC groups)

Predicted as
patients with FES

Predicted as
healthy individuals

FES group True positive: 54 False negative: 0 Sensitivity: 
54/54=100.0%

HCs False positive: 4 True negative: 69 Specificity: 
69/73=94.5%

  PPV: 54/58=93.1% NPV: 69/69=100.0%   

FES, first episode schizophrenia; HCs, healthy controls; NPV, negative predictive value; PPV, positive predictive value.
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FES detection. As a result, we have 
designed and configured a device 
with a diagnostic algorithm that can 
expedite early psychosis screening. 
Our AI- assisted method could also 
be applied more broadly in clinical 
psychiatry for biomarker- based early 
screening of mental diseases.
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Table 2 Out- of- sample performance (for the individuals with CHR)

Predicted as
patients with FES

Predicted as
healthy individuals

CHR conversion group True positive: 10 False negative: 0 Sensitivity: 
10/10=100.0%

CHR non- conversion 
group

False positive: 5 True negative: 33 Specificity: 
33/38=86.8%

  PPV: 10/15=66.7% NPV: 33/33=100.0%   

CHR, clinical high risk; NPV, negative predictive value; PPV, positive predictive value.

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://gpsych.bm

j.com
/

G
en P

sych: first published as 10.1136/gpsych-2022-100753 on 28 A
pril 2022. D

ow
nloaded from

 

http://creativecommons.org/licenses/by-nc/4.0/
http://dx.doi.org/10.1136/gpsych-2022-100753
http://crossmark.crossref.org/dialog/?doi=10.1136/gpsych-2022-100753&domain=pdf&date_stamp=2022-04-28
http://orcid.org/0000-0003-2987-6711
http://orcid.org/0000-0001-8176-2469
http://orcid.org/0000-0002-6920-1447
http://orcid.org/0000-0002-5379-7119
http://orcid.org/0000-0002-5379-7119
https://www.who.int/news-room/fact-sheets/detail/schizophrenia
https://www.who.int/news-room/fact-sheets/detail/schizophrenia
http://www.ncbi.nlm.nih.gov/pubmed/7388116
http://dx.doi.org/10.1016/j.plefa.2007.08.006
http://dx.doi.org/10.1016/j.schres.2017.06.007
http://dx.doi.org/10.3390/jcm9061848
http://dx.doi.org/10.1093/schbul/sbv130
http://dx.doi.org/10.1016/j.schres.2021.06.028
http://dx.doi.org/10.1016/S0022-3956(03)00006-2
http://dx.doi.org/10.1016/j.psychres.2006.10.002
http://dx.doi.org/10.1016/j.plefa.2020.102084
http://gpsych.bmj.com/

